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OPERATIVE TECHNIQUE OVERVIEW - LASER PRINTED

Figure D

Insert Punch with Impactor Handle

Figure C

Ream Over the Steinmann Pin

Note: Do not remove the Steinmann Pin. 

Figure B

Plane the Resected Humerus  

Note: Do not remove the Steinmann Pin.

Figure A

Size the Resected Humerus and Place the Steinmann Pin 

Note: Once the size has been picked, drive the Steinmann 

Pin deeper into the lateral cortex for pin stability.
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OPERATIVE TECHNIQUE OVERVIEW - LASER PRINTED

Figure E

Place the Humeral Protector 

Figure F

Trial the Humeral Head With the Punch 

Note: Trialing can be performed at the trial stage with the 

humeral component punch or once the final stemless cage 

component has been implanted. 

Figure G

Insert the Final Stemless Humeral Cage

Figure H

Impact the Final Stemless  

Humeral Head Implant
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After a careful history and physical examination, radiographs 

should be obtained to assess glenohumeral joint space 

narrowing, osseous deformities and glenoid wear. The 

following three radiographic views should be obtained: a 

true A/P view of the glenohumeral joint (30 degrees external 

oblique), a scapular lateral view, and an axillary view. 

In patients with osteoarthritis, varying amounts of posterior 

glenoid wear (with posterior subluxation of the humeral head) 

are common. If significant glenoid wear is a concern, a CT 

scan may be helpful to further define the bony anatomy. 

Rotator cuff tears are relatively uncommon in patients 

with osteoarthritis. The status of the rotator cuff can be 

determined at the time of surgery. For this reason, MRI or 

ultrasonography imaging is not routinely performed, though 

the decision is based upon surgeon preference. 

PATIENT POSITIONING 

The patient should be placed on an operating table in a supine 

position. The head of the operating table should be elevated 

approximately 30 degrees in a modified beach chair position. 

A small bolster should be placed laterally behind the involved 

shoulder. The patient should be moved to the side of the table 

so that the upper extremity can be placed into maximum 

extension without obstruction by the operating table. 

Alternatively, a captain’s chair or similar positioning device can 

be used for proper patient positioning. The patient should be 

secured to the operating table to minimize any changes in 

position intraoperatively. 

Once the patient is secure, the extremity is examined to 

assess the range of motion, with particular attention to 

external rotation with the arm at the side. If external rotation 

is restricted (i.e. internal rotation contracture) the need for 

more extensive subscapularis mobilization or lengthening 

procedures may be necessary. The entire upper extremity 

should be prepped and draped to allow complete access to 

the operative area and full mobility during the procedure. 
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DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

SURGICAL APPROACH

SURGICAL APPROACH 

An anterior deltopectoral incision is made beginning inferior 

to the clavicle and passing over the coracoid process and 

extending distally toward the deltoid insertion (Figure 1). 

Medial and lateral subcutaneous flaps are created, and the 

deltopectoral interval is identified. 

A thin fat stripe is usually located over the cephalic vein. The 

interval is usually developed medial to the cephalic vein; the 

interval can also be developed laterally depending on the 

surgeon’s preference. Branches of the cephalic vein on the 

approach side are cauterized, and the interval is developed 

inferior to superior to expose the clavipectoral fascia. 

The advantage of retracting the cephalic vein with the deltoid 

is that the majority of the branches come from the deltoid. 

The disadvantage is the vein is more exposed to injury from 

the retractor as it crosses the superior aspect of the interval. 

The subdeltoid space is mobilized with a blunt elevator. 

The clavipectoral fascia is incised longitudinally up to the 

coracoacromial ligament (which is spared), and the conjoined 

tendon is mobilized. A self-retaining retractor is placed with 

care to avoid excessive traction on the conjoined tendon. The 

coracoacromial ligament is identified and the subacromial 

space is mobilized with a blunt elevator. The subscapularis 

tendon insertion on the lesser tuberosity is identified along 

with the rotator interval. The anterior humeral circumflex 

vessels along the inferior border of the subscapularis muscle, 

the “three sisters,” are cauterized extensively, and the biceps 

tendon is palpated in its groove. The subscapularis tendon 

and the capsule are tenotomized 1cm medial to the lesser 

tuberosity and tagged with #1 sutures. 

An alternative approach is to elevate the subscapularis directly 

off of the bone or elevate its insertion with a thin wafer of 

bone (1-2mm thick) using an osteotome. The choice is based 

primarily on surgeon preference; however, a lesser tuberosity 

osteotomy could compromise fixation, and a complete 

osteotomy is not advised.

The rotator interval is divided in a lateral to medial direction 

up to the superior glenoid rim. With the humerus extended, 

adducted, and externally rotated, the capsule is carefully 

dissected off the inferior humeral neck, protecting the axillary 

nerve inferiorly with a small blunt retractor placed just inferior 

to the capsule. The capsular releases should be performed 

to allow 90 degrees of external rotation. The self-retaining 

retractor is then repositioned to retract the subscapularis. At 

this point, the humeral head can be dislocated.

Figure 1

Surgical Approach
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DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

HUMERAL HEAD RESECTION / ANATOMIC CUTTING GUIDE

HUMERAL HEAD RESECTION

Prior to the humeral head resection, all osteophytes should 

be removed using a rongeur. Doing so will properly expose 

the anatomic humeral neck; anatomic replication is facilitated 

by an accurate resection along the anatomic neck. 

Three resection options are available and should be selected 

based upon surgeon preference.

Note: There is an increased risk of varus placement when 

using a stemless device compared to a stemmed. An 

excessively varus cut cannot be corrected. The osteotomy 

can be confirmed with fluoroscopy prior to proceeding with 

stemless preparation.

ANATOMIC CUTTING GUIDE

The Equinoxe Anatomic Cutting Guide enables the surgeon 

to accurately resect the humeral head along the anatomic 

neck without the use of intramedullary or extramedullary 

fixturing devices. The jaws encircle the humeral head along 

the anatomic neck, acting as a cutting surface. Cutting 

from the inferior to superior (Figure 2a), the thin jaw of the 

Anatomic Osteotomy Guide should slide between the bone 

and the superior cuff. The wide jaw should be in direct contact 

with the medial portion of the anatomic neck. Alternatively, 

an anterior-posterior cutting approach (Figure 2b) can be used 

with the thin jaw encircling the posterior side of the anatomic 

neck and the cutting jaw positioned on the anterior side.

Once the guide is in position, it is secured using the threaded 

knob. To ensure the device does not move, hold the handle 

while performing the osteotomy. To protect the rotator cuff, 

the saw blade should not pass superior or posterior to the 

thin jaw.

Note: Removing the osteophytes is imperative in order to 

visualize the anatomic neck, but it also improves the bite 

obtained by the teeth on the cutting guide.

Free Hand: Identify the anatomic neck and resect the head 

using a saw.

Figure 2a

Anatomic Cutting Guide

Figure 2b

Anatomic Cutting Guide
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DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

FIXED ANGLE CUTTING GUIDE | SIZING GUIDE PIN & PLACEMENT

Fixed Angle (132.5 degrees) Guide: Though this method 

is not based upon the patient’s anatomy, we have provided 

a Fixed Angle Cutting Guide for surgeons who prefer this 

method (Figure 3). Three options are available for the guide:

1. The surgeon may attach the guide to a handle, which aligns 

with the forearm for 20 degrees of retroversion.

2. Use .062 K-wires to secure it to the bone.

3. Use the cutting surface to mark the resection line with a 

bovie and then use the freehand method.

With this method, the superior portion of the resection 

should be just medial to the rotator cuff insertion. The amount 

of retroversion (usually 20-40 degrees) should be determined 

by positioning the humerus in external rotation before the 

resection is made.

SIZING GUIDE AND PIN PLACEMENT

It is recommended that the surgeon evaluate the 

metaphyseal bone to confirm that there is sufficient bone 

stock for a stemless device. As an example, the surgeon 

can apply thumb pressure to the cancellous bone to make 

this assessment. It is highly recommended that a stemmed 

option be available as a back-up if stemless arthroplasty must 

be abandoned. It should be noted that as many as 33 percent 

of patients will not have adequate bone stock for stemless 

component fixation.1

Utilize the Sizing Guides (319-00-38, 41, 44, 47, 50, 53) 

to determine the diameter size of the humeral resection.  

The Sizing Guides are offered in sizes that match the outer 

diameter of the humeral heads and therefore the guide that 

Figure 3

Fixed Angle Cutting Guide
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DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

SIZING GUIDE AND PIN PLACEMENT 

best covers the entire resected surface should be chosen 

(Figure 4a). The Guide Handle (319-00-30) should then be 

connected to the chosen Sizing Guide by inserting and turning 

to lock (Figure 4b). 

With the Sizing Guide centered and flush on the humeral cut, 

insert the 3.2mm Steinmann Pin (319-01-32) through the 

central hole of the Guide Handle and drive the pin until initial 

contact with the lateral cortex is made. Use the markings on 

the Steinmann Pin (1,2,3) to determine the maximum-sized 

Stemless Humeral Component that can be implanted while 

avoiding contact with the lateral cortex (Figure 4c).  

In the example shown in Figure 4c, the Size 2 Stemless 

Humeral Component would be the recommended size since 

that is the largest implant that could be inserted without 

violating the far cortex. Note that if between markings on the 

3.2mm Steinmann Pin, always downsize. See page 16 for the 

Stemless Humerus Cage Dimensions chart and diagram.

Important: Once the size has been recorded, continue 

driving the Steinmann Pin into the lateral cortex for pin 

stabilization (Figure 4d).  

Note: If stable fixation of the pin cannot be achieved, it 

is strongly recommended that stemless arthroplasty be 

abandoned and stemmed preparation be conducted.

The Sizing Guide and Guide Handle should be removed from 

the joint, but the Steinmann Pin will remain in place.

Figure 4a

Determine the Humeral Head Diameter Size 

with the Sizing Guide 

Figure 4c

Drive the Steinmann Pin to Determine the 

Maximum-Sized Stemless Humeral Component 

to Be Implanted 

Figure 4b 

Connect the Sizing Guide Handle to the Chosen Sizing Guide, 

Turn and Lock

Figure 4d

Once the Size of the Humeral Component Has Been 

Determined, Continue Driving the Steinmann Pin 
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DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

CALCAR PLANING | CENTRAL REAMING

CALCAR PLANING

Calcar Planer Blades (319-09-44, 50, 56) may be used to 

even out the humeral resection if desired. The Calcar Planer 

Blade is connected to the Sizing Guide Handle and driven 

over the Pin under power (Figure 5). Remove the planer and 

leave the Steinmann Pin in position for reaming. 

Note: Care should be taken to ensure that the planer is driven 

perpendicular to the cut as there is a tendency for the weight 

of the power hand piece to tilt the hand into varus. 

Note: If a significant amount of bone is removed, the implant 

sizing step should be repeated using the Sizing Guide and 

Guide Handle. 

CENTRAL REAMING

Once the appropriately-sized Stemless Humeral Component 

Drill (319-00-01, 02, 03) has been selected from the 

Steinmann Pin laser mark size, select the correlating 

reamer size (Table 1). The reamer should be placed over the 

Steinmann Pin and driven, under power, perpendicular to 

the cut until the bottom of the collar of the reamer sits flush 

with the humeral cut (Figure 6). The reamer is then removed, 

leaving the Steinmann Pin in position for the Stemless Punch 

Inserter (319-01-00). 

Figure 5

Plane the Resected Humerus With 

the Calcar Planer Blade

REAMER SIZES

Size Color

1 Bronze

2 Gold

3 Black

Table 1

Figure 6

Ream Over Steinmann Pin with the Humeral 

Component Drill

Note: This illustration is shown with size 2.
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DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

CENTRAL PUNCHING

CENTRAL PUNCHING

In order to insert the punch, please note how the Stemless 

Punch Inserter lever locks and unlocks (Figure 7a). The 

matching-sized punch should then be attached to the Punch 

Inserter and the assembly placed over the Steinmann Pin 

(Figure 7b). With one of the fins aligned at approximately the 

12 o’clock position, a mallet should be used to impact the 

strike plate of the Punch Inserter until the base of the Punch 

Inserter is flush with the resection (Figure 7c). Care should be 

taken to ensure the punch is impacted perpendicular to the 

cut surface.

Note: If the punch is unstable due to poor bone quality 

or inadequate bone stock, then switching to a stemmed 

prosthesis is advised.

Leaving only the punch in place, the Punch Inserter should 

then be separated from the punch and removed. The 

Steinmann Pin should also be removed. 

Figure 7c

Punch Fully Seated 

Figure 7b

Insert Punch with Punch Inserter

Figure 7a

Stemless Punch Inserter - How to Open and 

Close the Punch Handle

Closed/Locked

Open/Unlocked

Lever
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A Stem Protector (301-08-20, 40, 60) can then be placed 

onto the cut surface to protect the prepared humerus if so 

desired (Figure 8).

GLENOID PREPARATION

Prepare the glenoid as described in the Equinoxe Primary/

Reverse Operative Technique (OPTECH-000204) or the 

Equinoxe Ergo Primary Reverse Operative Technique 

(OPTECH-000161).

TRIALING/RANGE OF MOTION ASSESSMENT

Trialing can be performed at the trial stage with the Humeral 

Component Punch or once the final Stemless Humeral Cage 

Component has been implanted. 

Place the desired Stemless Humeral Head  Trial (319-11-38, 

41, 44, 47, 50, 53 or 319-12-36, 38, 41, 44, 47, 50) onto the  

punch (Figure 9,Table 2) and reduce the joint. 

Assessment of stability is performed in a step-wise sequence. 

First, the articulation is assessed with the arm at the side. 

The arm is rotated internally and externally; rotation should 

be smooth, and the humeral head should maintain a reduced 

position on the glenoid component. Second, with the arm at 

the side, anterior, posterior and inferior translation should be 

assessed. Up to 50 percent posterior and inferior translation is 

acceptable; up to 25 percent anterior translation is acceptable. 

Third, range of motion is assessed. The arm should internally 

rotate to the chest wall without limitation. At 90 degrees of 

abduction, the shoulder should internally rotate 70 degrees.

DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

GLENOID PREPARATION / TRIALING/RANGE OF MOTION

Figure 9

Insert Stemless Humeral Head Trial

Figure 8

Place Humeral Protector

TRIAL STEMLESS HUMERAL HEAD SIZES

Head Coverage Diameter

36 38 41 44 47 50 53

H
e

ig
h

t 
(m

m
)

Extra-
Short

13 13 13 14 15 16

Short 16 16 17 18 19 20

ALPHA BETA

Glenoid Curvature

Table 2
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Varying the thickness of the Humeral Head provides the 

ability to optimize joint stability and range of motion. If 

soft-tissue laxity is excessive, a taller Humeral Head may be 

necessary. Conversely, if soft-tissue tension is excessive, 

a shorter Humeral Head may be necessary. In general, the 

thinnest Humeral Head that provides adequate stability 

should be used to avoid overstuffing the joint. 

Note: Ensure that the chosen head trial sits evenly on the 

resection. Additional calcar planing may be necessary if there 

are any bony prominences that prevent full seating. 

Remove the Stemless Head Trial, then remove the punch 

(Figure 10). To remove the punch, set the lever of the Punch 

Inserter to the “open” position, insert it into the punch, flip 

the lever to the “closed” position (Figure 7a). Next retrograde 

impact the underside of the strike plate with a mallet.

IMPLANT INSERTION 

The final Stemless component is then attached to the 

Stemless Inserter (319-00-10). With the fins aligned to the 

slots prepared by the punch, the Stemless Component 

(300-60-01, 02, 03) is implanted into the humerus (Figure 11). 

Care should be taken to ensure the Stemless Component 

is inserted perpendicular to the cut surface. Once the collar 

of the Stemless Component is flush with the resection, the 

Stemless Inserter is released from the Stemless Component 

by pressing the textured button and removed from the joint.

DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

IMPLANT INSERTION

Figure 11 

Insert Stemless Component

Figure 10

Punch Removal with 

Stemless Punch Inserter 
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After cleaning and drying the Stemless Component taper, the 

final Stemless Humeral Head (310-61-38, 41, 44, 47, 50, 53 

or 310-62-36, 38, 41, 44, 47, 50) implant is then placed onto 

the Stemless Component. Using the Head Impactor and a 

mallet, strike the head directly in line with the taper to ensure 

proper engagement of the morse taper (Figure 12).

Note: Ensure that the gap between the humeral head and 

resection is even prior to impaction. Additional calcar planing 

may be necessary if there are any bony prominences that 

could prevent full seating.

CLOSURE

Closure is performed beginning with the subscapularis. 

The repair of the subscapularis will depend on the type of 

exposure used: tenotomy, elevation off bone or elevation 

with a wafer of bone. In general, #2 non-absorbable braided 

suture, or its equivalent, is used for either a tendon-to-tendon, 

tendon-to-bone or bone-to-bone repair. The rotator interval 

is then closed, though it may be left partially open medially 

to avoid excessive tension of the closure. External rotation 

is checked at this point to define the parameters for post-

operative rehabilitation. A drain may be used, placing it deep 

into the deltopectoral interval. The deltopectoral interval is 

closed followed by closure of the subcutaneous tissue and 

the skin. The upper extremity is then placed in a sling and 

swathe. 

POST-OPERATIVE REHABILTATION 

It is recommended to initiate the rehabilitation program on 

the same day as surgery and certainly by post-operative day 

one. All patients begin active range of motion of the elbow, 

wrist and hand. Range of motion of the shoulder consists 

of passive forward elevation, external rotation based on 

the assessment following subscapularis repair, and internal 

rotation to the chest wall. If there is concern about the 

DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

CLOSURE / POST-OPERATIVE REHABILTATION

Figure 12

Impact Final Stemless Humeral Head
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security of the subscapularis repair, external rotation should 

be limited to 0 degrees. Isometric deltoid strengthening can 

also be performed. Patients should be instructed to perform 

these exercises five to six times per day for short periods 

of up to 10 minutes each session. The sling is discontinued 

after four weeks. A longer period of sling use should be used 

if there is concern about the soft tissue repair. When the 

sling is discontinued, active range of motion should begin. 

Internal rotation behind the back can also be started at this 

time. Isometric internal and external rotation is added at six 

weeks and gentle resistive strengthening of the deltoid and 

rotator cuff begins 10-12 weeks post-operatively. When the 

sling is removed, the patient is instructed to increase use of 

the upper extremity for activities of daily living. More vigorous 

strengthening can be initiated 12 weeks after surgery.

IMPLANT REMOVAL/REVISION

Using a thin osteotome, lever the head off the Stemless Humeral 

Component. Once the head has been removed, align the blades 

of the Revision Punch (319-00-11) with the slots in the collar 

of the Stemless Component (Figure 13). Using a mallet, slowly 

impact the Revision Punch into the humerus. After removing the 

Revision Punch, use a thin osteotome to clear bone beneath the 

underside of the collar. The Stemless Component can then be 

carefully extracted from the humerus using the Modular Central 

Peg Extractor (315-27-18) and a slap hammer.

Note: The Stemless Inserter should not be used for implant 

removal as it is not designed for retrograde impaction.

In cases of conversion to a stemmed implant, the humerus is 

prepared by following the instructions in the Equinoxe Primary/

Reverse Operative Technique (OPTECH-000204), the Equinoxe 

Ergo Primary Reverse Operative Technique (OPTECH-000161), or 

the Preserve Stem Operative Technique (OPTECH-000154).

DETAILED OPERATIVE TECHNIQUE - LASER PRINTED

IMPLANT REMOVAL

Figure 13

Use Stemless Revision Punch
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IMPLANT LISTING 

CATALOG NUMBER DESCRIPTION

300-60-01

300-60-02

300-60-03

Equinoxe Stemless Humerus, Cage, Size 1, Laser

Equinoxe Stemless Humerus, Cage, Size 2, Laser

Equinoxe Stemless Humerus, Cage, Size 3, Laser

310-61-38 Stemless Humeral Head, 38mm, x 16mm x Alpha

310-61-41 Stemless Humeral Head, 41mm, x 16mm x Alpha

310-61-44 Stemless Humeral Head, 44mm, x 17mm x Alpha

310-61-47 Stemless Humeral Head, 47mm, x 18mm x Beta

310-61-50 Stemless Humeral Head, 50mm, x 19mm x Beta

310-61-53 Stemless Humeral Head, 53mm, x 20mm x Beta

310-62-36 Stemless Humeral Head, 36mm x 13mm x Alpha

310-62-38 Stemless Humeral Head, 38mm x 13mm x Alpha

310-62-41 Stemless Humeral Head, 41mm x 13mm x Alpha

310-62-44 Stemless Humeral Head, 44mm x 14mm x Beta 

310-62-47 Stemless Humeral Head, 47mm x 15mm x Beta 

310-62-50 Stemless Humeral Head, 50mm x 16mm x Beta 

Stemless Humerus Cage Dimensions 
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INSTRUMENT LISTING

CATALOG NUMBER DESCRIPTION

319-00-01 Stemless Humeral Component Drill, Size 1

319-00-02 Stemless Humeral Component Drill, Size 2

319-00-03 Stemless Humeral Component Drill, Size 3

319-00-10 Stemless Spring Inserter

319-00-11 Stemless Revision Punch

319-00-30 Stemless Sizing Guide Handle

319-00-38 Stemless Sizing Guide, 38mm

319-00-41 Stemless Sizing Guide, 41mm

319-00-44 Stemless Sizing Guide, 44mm

319-00-47 Stemless Sizing Guide, 47mm

319-00-50 Stemless Sizing Guide, 50mm

319-00-53 Stemless Sizing Guide, 53mm
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INSTRUMENT LISTING 

CATALOG NUMBER DESCRIPTION

319-01-00 Stemless Punch Inserter

319-01-01 Stemless Humeral Component Punch, Size 1

319-01-02 Stemless Humeral Component Punch, Size 2

319-01-03 Stemless Humeral Component Punch, Size 3

319-09-44 Stemless Calcar Planer Blade, 44mm

319-09-50 Stemless Calcar Planer Blade, 50mm

319-09-56 Stemless Calcar Planer Blade, 56mm

319-11-38 Stemless Humeral Head Trial, 38mm, x 16mm x Alpha

319-11-41 Stemless Humeral Head Trial, 41mm, x 16mm x Alpha

319-11-44 Stemless Humeral Head Trial, 44mm, x 17mm x Alpha

319-11-47 Stemless Humeral Head Trial, 47mm, x 18mm x Beta

319-11-50 Stemless Humeral Head Trial, 50mm, x 19mm x Beta

319-11-53 Stemless Humeral Head Trial, 53mm, x 20mm x Beta

319-12-36 Stemless Humeral Head Trial, 36mm x 13mm x Alpha

319-12-38 Stemless Humeral Head Trial, 38mm x 13mm x Alpha

319-12-41 Stemless Humeral Head Trial, 41mm x 13mm x Alpha

319-12-44 Stemless Humeral Head Trial, 44mm x 14mm x Beta

319-12-47 Stemless Humeral Head Trial, 47mm x 15mm x Beta

319-12-50 Stemless Humeral Head Trial, 50mm X 16mm x Beta

319-41-10 Equinoxe Stemless Instrument Tray, Lower

319-41-11 Equinoxe Stemless Instrument Tray, Upper

319-01-32 Steinmann Pin, Sterile, 3.2mm x 178mm
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